Nayagam 52348 redos (2)
Intro  Retinal Prostheses with hard metal components are not compatible with traditional histological processes. Here we describe techniques for assessing the health of the eye directly adjacent to a retinal implant secured epiretinally with a metal tack. (0:05, new sentence)   

2.2a Using a 15 degree blade, make a circumferential trans-corneal incision and remove the corneal cap to reveal the inside of the eyeball.  (2:24, rewrite)
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