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Dear Author(s),

This document is divided into a number of sections in which you can add your comments to the video, voiceover, and online text/PDF.   Please be aware that our policy is to do a single complimentary revision, so it is critical that all participants in this project offer their comments collectively.   In addition, please make sure that your comments are easily interpreted and transparent. 

Have fun!

Protocol Name:

Date:

Authors and Affiliations

Please fill in any missing author information not included in the video.
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Video Comments

Please fill in any comments you wish to make using the table below using the example as a guide.  If you need more space to write, please do so below the table.  DO NOT ADD CORRECTIONS TO THE NARRATION HERE.  PLEASE DO THIS IN THE AUDIO COMMENTS SECTION.

	
	Time code
	Comment
	Requested Change

	1.
	From 02:49 to 03:15
	Video showing the main parts of IPL treatment execution.
	Please, we would like to change this part of the video (from 02:49 to 03:15). We would like to show the treatment performed by Dr. Vigo.

We have filmed this section 2 times with two different talent executing the IPL procedure and we would like to include only frames where is Dr. Vigo who execute the procedure (Dr. Vigo is the same doctor who speaks in the introduction and conclusion sections). The audio is ok.

	2.
	02:59
	Onscreen text says

“see Figure 1”
	Please, delete this onscreen text.

	3.
	From 03:26 to 03:32
	The video shows eye drops instilled in patient’s eye
	Please, we would like to delete this frame (with also the audio comment) from minute 03:26 to 03:32 because we would like to do not show the drop instilled in patients’ eye.
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Audio Comments

This section is used to specify the changes that need to be made to the narration.   Please follow the example below as a guide to list your changes. If there is a pronunciation change, please provide a phonetic pronunciation key.  

	
	Time code
	Comment
	Step(s) in Shotlist 
	Rewritten Text or Corrected Pronunciation (highlight in bold)

	1.
	00:17
	Original Statement:
“Intense Regulated Pulsed Light treatment appears effective in improving dry eye signs and symptoms in patients affected by meibomian gland dysfunction.”
	1.2
	The second statement of the talent in the introduction should be:

“Intense Pulsed Light device emits multiple polychromatic light pulses that heat the eyelid skin, stimulate the meibomian glands and reduce the release of inflammatory mediators and tear cytokines.”

For error it was recorded listed as 5.1 (clapperboard) but it should appear as 1.2.

	2.
	00:17
	Original Statement:

“Intense Regulated Pulsed Light treatment appears effective in improving dry eye signs and symptoms in patients affected by meibomian gland dysfunction.”
	1.2
	This statement should be moved in the CONCLUSION section: it is the first statement of the CONCLUSION section just before the only statement included in this section at minute 04:18.
Please, see * at the end of this file for the correct order of talent statements.

	3.
	
	
	
	

	4.
	
	
	
	

	5.
	
	
	
	

	6.
	
	
	
	

	7.
	
	
	
	

	8.
	
	
	
	

	9.
	
	
	
	

	10.
	
	
	
	

	11.
	
	
	
	

	12.
	
	
	
	

	13.
	
	
	
	

	14.
	
	
	
	

	15.
	
	
	
	

	16.
	
	
	
	

	17.
	
	
	
	

	18.
	
	
	
	

	19.
	
	
	
	

	20.
	
	
	
	


Online Text/PDF Protocol

Please use this table to address changes that need to be made to the online text/PDF document. Both the online text and PDF are generated from the HTML template of your article. Since the PDF is generated from the HTML by our conversion software, it may contain formatting errors. For major structural changes or more than 10 spelling or grammatical mistakes, we will require re-upload of the entire document.     

	
	Protocol Step
	Comment
	Requested Change (highlight in bold)

	1.
	1.1.1.
	Step says

“Download the “I.C.P. by SBM Sistemi” application on a tablet computer (download link: https://itunes.apple.com/us/app/i-c-p-by-sbm-sistemi/id1002330054?mt=8).”
	Please correct to
“Install the “I.C.P.” program by SBM Sistemi on the computer connected to the device”

	2.
	1.1.2.
	Step says
“Apply the device to the tablet.”
	Please correct to

“Apply the device on the slip lamp”

	3.
	1.1.3.
	Step says
“Open the application and insert the patient’s data.”
	Please correct to
“Open the program and insert the patient’s data.”

	4.
	1.1.5.
	Step says
“Place the camera lens in front of the patient’s eye at a distance of 1-2 cm.”
	Please correct to
“Instruct the patient to put the chin and forehead in the correct position on the slit lamp with the device, and place the camera of the device in front of patient’s eye at a correct distance (about 1-2 cm).” 

	5.
	1.1.7.
	Step says
“Keep the instrument still and click the proper button to acquire the video. The system will automatically analyze and provide the value of noninvasive BUT (time in s) or LLT (grade from 1 to 7).”
	Please correct to
“Keep the instrument still and click the proper button to acquire the video. The system will provide the value of noninvasive BUT (time in s) or LLT (grade from 1 to 7).”

	6.
	1.2.1.
	Step says
“Download the “I.C.P. by SBM Sistemi” application on a tablet computer (download link: https://itunes.apple.com/us/app/i-c-p-by-sbm-sistemi/id1002330054?mt=8).”
	Please correct to
“Install the “I.C.P.” program by SBM Sistemi on the computer connected to the device”

	7.
	1.2.2.
	Step says
“Open the application and insert patient’s data.”
	Please correct to
“Open the program and insert patient’s data.”

	8.
	1.2.4.
	Step says
“Connect the device to the tablet by cable or Wifi connection.”
	Please correct to
“Apply the device on the slip lamp.”

	9.
	1.2.7.
	Step says
“Draw the margins of the eyelid area on the touchscreen and click to fill the area.”
	Please delete this step(1.2.7.). The following steps should be renumbered.

	10.
	1.2.8.
	Step says
“Draw the margins of the meibomian glands on the touchscreen and click to fill the area.
Note: The system automatically calculates the percentage of MGL area in the total area of the eyelid. In addition, it is possible to use ImageJ software (National Institute of Health; http://imagej.nih.gov/ij) to analyze the images, and measure the MGL value as the percentage of gland loss in relation to the total tarsal area of the eyelid, as previously described16.”
	Please correct to
“Draw the margins of the lower eyelid area on the touchscreen and click to fill the area.

Note: The system automatically calculates the percentage of meibomian gland area in relation the total area of the eyelid. In addition, it is possible to use ImageJ software (National Institute of Health; http://imagej.nih.gov/ij) to analyze the images, and measure the MGL value as the percentage of gland loss in relation to the total tarsal area of the eyelid, as previously described16.”

	11.
	3.1
	Step says 

“Instill antibiotic plus steroid eye drops immediately after the procedure.”
	Please, delete this step (3.1.). The following steps should be renumbered. 
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*Correct order of talent video statements:
INTRODUCTION:
1° statement: Luca Vigo: Meibomian gland dysfunction is typically managed with chronic therapies which often provide only partial or short-term relief from dry eye symptoms.
2° statement: Luca Vigo: Intense Pulsed Light device emits multiple polychromatic light pulses that heat the eyelid skin, stimulate the meibomian glands and reduce the release of inflammatory mediators and tear cytokines.
V. CONCLUSION:
1° statement: Luca Vigo: Intense Regulated Pulsed Light treatment appears effective in improving dry eye signs and symptoms in patients affected by meibomian gland dysfunction. 
2° statement: Luca Vigo: Regular repeated treatments every 6-8 months may be required after the 3 starting sessions to maintain the benefits of the procedure over the time.
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