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Dear Author(s),
This document is for you to list any changes to the online text/PDF of your article.   Please be aware that our policy is to do a single complimentary revision, so it is critical that all participants in this project offer their comments collectively.   In addition, please make sure that your comments are easily interpreted and transparent. 
Have fun!
Protocol Name: Electroretinogram Recording for Infants and Children under Anesthesia to Achieve Optimal Dark Adaptation and International Standards
Date: 8-29-2020
Online Text/PDF Protocol
Please use this table to address changes that need to be made to the online text/PDF document. Both the online text and PDF are generated from the HTML template of your article. Since the PDF is generated from the HTML by our conversion software, it may contain formatting errors. For major structural changes or more than 10 spelling or grammatical mistakes, we will require re-upload of the entire document.     
	
	Protocol Step
	Comment
	Requested Change (highlight in bold)

	Example
	1.1
	Step says “Centrifuge lysate at 2,000 x g.”
	Please correct to “Centrifuge lysate at 4,000 x g.”

	1.
	Author name 
	“Figuaredo” is misspelled. Sorry
	Correct spelling is “Figueredo”

	2.
	Technical term convention “full-field”
	In traditionally ERG technical jargon, there is a dash in “full-field” ERG or “full-field” stimulus: rather than “full field” ERG or stimulus
	Please correct and use “full-field” rather than “full field” throughout the abstract, manuscript (including the titles of reference 1 and reference 9). Thanks.

	3.
	2.2
	Step says “Add a small opening with flaps at the rear…”
	Please correct to “Add a small opening with double flaps at the rear…”

	4.
	2.2
	Step says “… to guarantee total darkness”
	Please correct to “…to ensure total darkness”.  Difficult to provide guarantee. Thanks.

	5.
	4.4
	Step says “Place the ground ERG electrode with conductive jelly on one ear lobe”
	Please correct to “Place the ground ERG electrode clip with conductive paste on one ear lobe”

	6.
	4.5
	Steps says “Turn off room lights and check and cover any remaining uncovered light sources with black tape.” 
	Please correct and add a sentence at the beginning of the step. “Close the front opening of the portable darkroom with large binder clips. Turn off room lights and check and cover any remaining uncovered light sources with black tape.” Thanks

	7.
	5.2
	Step says “background luminance 30 cd·s·m-2”
	Please correct to “background luminance 30 cd·m-2”

	8.
	Figure 8 Legend Heading. 
	Figure 8 Legend Heading says “Figure 8: Recoding scotopic ffERG responses inside darkroom. Standard ffERG…”
	Please correct to “Figure 8: ffERG example showing disease progression. Standard ffERG…”

	9.
	Materials Table

Row for “Conduction and abrasive paste”
	Names says “Conduction and abrasive paste”
	Please correct Name to say “Conduction skin paste”

	10.
	Materials Table

Row for “Conduction and abrasive paste”
	Company says “Redux Paste (Electrolyte Paste) Hewlett Packard company, USA. Nuprep (Sking Prep Gel) and Ten20 (Conductive Neurodiagnostic Electrode Paste) Weaver and Company, CO, USA”
	Please correct Company to say “Redux Electrolyte Paste, Hewlett Packard company, USA”

	11.
	Materials Table

Row for “Darkroom – Portable foldable”
	Company says “Scientex”
	Please correct Company to say “Scientex Inc, Japan”

	12.
	Materials Table

Row for “Darkroom – Portable foldable”
	Comments says “Available in different sizes”
	Please correct Comments to say “Requires modification as described in Protocol”

	13.
	Materials Table

Row for “Ear clips for electric grounding”
	Name says “Ear clips for electric grounding”
	Please correct name to “Ear clip for electric grounding”

	14.
	Materials Table

Row for “Ear clips for electric grounding”
	Company says “Grass”
	Please correct Company to say “Natus – Nicolet Neurodiagnostic, UK”

	15.
	Materials Table

Row for “Electrode ERG recording (Burian-Allen, DTL)”
	Comments says “Available in different sizes, requires modification as described in Protocol.”
	Please correct Comments to say “Available in different sizes”

	16.
	Materials Table

Row for “Eye drops, propracaine, metilcellulose, phenilephrine, ciclopentolate,”
	Name says “Eye drops, propracaine, metilcellulose, phenilephrine, ciclopentolate,”
	Please correct Name to say “Eye drops and Gel, proparacaine, phenylephrine, cyclopentolate methylcellulose”

	17.
	Materials Table

Row for “Eye drops, propracaine, metilcellulose, phenilephrine, ciclopentolate,”
	Company says “Tropicamide 1% Phenylephrine 2.5% Cyclopentolate 1% Proparacaine 0.5% Akorn, Inc. Forest, IL 60045 GONIOTAIRE (Hypromellose 2.5%) Altaire Pharmaceuticals, Inc. NY, NY, USA 11931”
	Please correct Company to say “Ophthalmic drops, Proparacaine 0.5%, phenylephrine 2.5%, cyclopentolate 1%, Akorn, Inc. Forest, IL 60045 USA; ophthalmic gel, methylcellulose 2.5%, Alcon Laboratory, Inc. Fort Worth, TX 76134 USA”  

	18
	Materials Table

Row for “Eye Patch”
	Name says “Eye Patch”
	Please correct name to say “Eye patch”

	19
	Materials Table

Row for “Eye Patch”
	Company says “BSN Medical Inc, Rutherford College, NC”
	Please correct company to say “BSN Medical Inc, Rutherford College, NC, USA”

	20.
	Materials Table
Row for “Head band with light:
	Company says “REMIX PRO. Princeton Tec, Trenton, NJ 08650”
	Please correct company to say “REMIX PRO. Princeton Tec, Trenton, NJ 08650 USA“
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