• reflectance video- video 1
· 3.4.1 Turn on 638-laser detector 00:00-00:14
· 3.4.2 Turn on PMT detector 00:15-00:30
· 3.4.3 Set laser power 00:15-00:44
· 3.4.4 Turn off notch filters 00:44-00:56

• sytox video- video 2
· 3.5.1 Turn on 405 laser and PMT detectors 00:00-01:23

• ins tet pe video- video 3
· 3.5.3 Turn on 488 nm laser and HyD detectors 00:00-01:04

• cd8 apc video- video 4
· 3.5.2 Turn on HyD detector 00:00-00:58

• zoom in on islet switch to 20x - video 5
· 3.6.1 Center the islet of interest 00:00-00:17
· 3.6.2 Switch to 20X 00:18-00:41
· 3.6.3 Zoom in on islet  00:42-1:07

• take z stack- video 6
· 3.7.1 Take a z-stack 00:00-01:00
· 3.7.2 Find sections of islet with immune cells 01:01-02:05

· xyzt- video 7
· 3.8.1 Set the microscope to record in XYZT mode 00:00-00:09
· 3.8.2 Optimize the settings to record a z-stack 00:10-01:35
