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· 5.4.1 Opening of image capture software and loading of the assay plate
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· 5.5.1 Selection of the appropriate settings.
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· 5.5.2 Flushing of the water objective lens.

· 62217_screenshot_4
· 5.6.1 Adding channels and setting channel for measurement.
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· 5.6.2 Optimizing time and power settings.
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· 5.7.1 Separating out channels and selecting wells for measurement.
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5.8.1 Adjusting the channel offset for focused images.
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5.9.1 Online jobs selected, save clicked, experiment named and started.
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