· 62557_screenshot_1
· 2.1.2 (Talent entering the timing mode, setting the mode parameters and entering the standard display interface) 0:00-0:10
· 2.2.2 (Display “reset to zero completed”) 0:11-0:28
· 2.3.1 (IBP value displayed) 0:28-0:42
NOTE: The IAP monitor device runs independently and is not software on a computer, so screenshots cannot be taken. 62557_screenshot_1 is obtained by simple shooting and editing.

· 62557_screenshot_2
· 3.1.1 (Talent opening the software and entering the password) 0:00-0:10
· 3.2.1 (Talent clicking the medical record button and entering patient’s information, including age, ID, bed number, gender and diagnosis) 0:11-0:31
· 3.3.1 (talent clicking Save button and data collection and storing started) 0:32-0:42

· 62557_screenshot_3
· 3.4.1 (Talent clicking the layout settings button to display the real-time monitoring of multiple patients) 0:00-0:22
· 3.5.1 (Talent clicking Trend review button to see detailed parameter changes and trend for the duration) 0:23-0:35


