· 62729_screenshot_1 
· 6.2.1.	Using the open imaging software, the brightfield option is selected, and the eyepiece icon is clicked. 0:00:02 – 0:00:10
· 62729_screenshot_2
· [bookmark: _Hlk76653264]6.3.1.	Acquisition tab being selected, experiment drop-down menu being opened, and wavelengths being selected. 0:00:02 – 0:00:20
· 62729_screenshot_3
· [bookmark: _Hlk76653320]6.4.1	The 20X icon in the objective menu is being selected, channels menu being opened, EGFP filters being selected, the exposure menu being clicked, exposure time is set, and live icon is clicked. 0:00:02 – 0:00:30
· [bookmark: _Hlk76651553]62729_screenshot_4
· 6.5.1.	The Stop icon is being clicked, the box next to the top time-lapse experimental setting is being checked, software autofocus being selected from the focusing strategy menu, and then smart and coarse settings being adjusted. 0:00:02 – 0:00:24
· 62729_screenshot_5
· 6.6.1	The number of acquisitions, time intervals, and other parameters being set in the time-lapse menu, the Start Experiment button being clicked, and acquisition being started. 0:00:02 – 0:00:28
