62968_Screenshot Summary: 

· 62968_Screenshot_1
· 3.6.1. (Opening the software) 00:00-00:33

· 62968_Screenshot_2
· 3.6.1. (Setting the ocular beam path) 00:00-00:08

· 62968_Screenshot_3
· 3.7.1. (Opening the Brightfield button) 00:00-00:08

· 62968_Screenshot_4
· 3.7.4. (Switching off the Open Brightfield button) 00:00-00:06

· 62968_Screenshot_5-1 (Multiple takes for use in several scenes) 
· 4.1.1. (Setting the laser intensity) 00:00-00:09
· 4.1.1. (Setting the exposure time) 00:10-00:12
· 62968_Screenshot_5-2
· 4.1.1. (Setting the laser intensity) 00:00-00:09
· 4.1.1. (Setting the exposure time) 00:10-00:12
· 62968_Screenshot_5-3
· 4.1.1. (Setting the laser intensity) 00:00-00:05
· 4.1.1. (Setting the exposure time) 00:06-00:14

· 62968_Screenshot_6
· 4.1.2. (Opening capture window and save the empty image container file) 00:00-00:17

· 62968_Screenshot_7
· 4.2.1. (Selecting the acquisition optical slices) 00:00-00:13

· 62968_Screenshot_8
· 4.2.2. (Entering interval time) 00:00-00:15

· 62968_Screenshot_9
· 4.3.1. (Selecting the confocal filter set) 00:00-00:08

· 62968_Screenshot_10
· 4.3.2. (Setting the exposure time) 00:00-00:16

· 62968_Screenshot_11
· 4.4.1 (Select the “current setting”) 00:00-00:07

· 62968_Screenshot_12
· 4.4.2. (Setting image intensities/Scale image display intensities) 00:00-00:24

· 62968_Screenshot_13
· 4.5.1. (Selecting the cells for the imaging) 00:00-00:17
· 4.5.2 (Selecting the 3 fields) 00:17-00:23
(This Screenshot scene just contains the marking of position 3 in the software, please see the preliminary script for details)

· 62968_Screenshot_14
· 4.6.1. (Centering and focusing the selected cells) 00:04-00:20

· 62968_Screenshot_15-1 (not sure which screenshot is better)
· 4.6.2. (Marking the XYZ position) 00:00-00:10
(view of whole microscope software screen)
· 62968_Screenshot_15-2
· 4.6.2. (Marking the XYZ position) 00:00-00:10
(view of only the focus window, where the button is clicked)

· 62968_Screenshot_16
· 4.7.2 (Starting 3D imaging) 00:00-00:53
(includes pressing the start button and acquisition of 3D imaging at two consecutive time points with a 30 sec interval)

· 62968_Screenshot_17
· 4.7.3. (Saving the image) 00:00-00:09

· 62968_Screenshot_18
· 5.2.2. (Setting the capture settings and intervals) 00:00-00:14

· 62968_Screenshot_19
· 5.3.1 (Acquiring images) 00:00-00:20
(the screenshot scene actually contains the acquisition of one complete calibration timeseries of 60 sec, however maybe only
a part of the actual timeseries acquisition could be shown e.g. the first 10-15 sec) 
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