63045_Screenshot Summary

· 63045_screenshot_1
i) 5.6.1 (loading the glycolysis stress test template on the controller) 00:00-00:03
ii) 5.6.2 (Generation of groups) 00:04-00:51
iii) 5.6.3 (Assigning wells) 00:52-01:22
iv) 5.7.1 (checking of calibration and equilibration) 01:22-01:30
v) 5.7.2 (setting of the measurement cycles) 01:31-02:01
vi) 5.8.2 (beginning of the calibration run) 02:01-03:05
vii) 5.10.2 (starting the measurements) 03:06-03:40


· 63045_screenshot_2
i) 5.14.1 (opening the file in the Wave desktop software) 00:02-00:23
ii)   5.14.2 (normalization of data) 00:24-00:55
iii)  5.14.3 (Exporting the analyzed data) 00:56-01:10

