Screenshot Summary:

· 63646_screenshot_1
· 2.6.1 (Calibration tab opened, and liquid phase calibration selected, confirm settings) 00:03-00:13
· 63646_screenshot_2
· 2.6.2 (Click OK, and wait for signal to plateau) 00:02-00:30
· 63646_screenshot_3
· 2.7.1 (Click OK) 00:02-00:10
· 63646_screenshot_4
· 2.7.3 (Click OK, and wait for signal to plateau, and save calibration) 00:17- 01:28
· 63646_screenshot_5
· 2.15.3(Logarithmic decline in TPP voltage signal) 01:00 – 03:43
· 63646_screenshot_6
· 2.17.1 (Decreasing oxygen levels (signals) and increasing TPP+ voltage levels (signals) observed) 00:07-01:07
· 63646_screenshot_7
· 2.19.1 (Decreasing (declining) membrane potential over time after oligomycin addition) 00:02-02:12
· 63646_screenshot_8
· 2.21.1 (Oxygen consumption before and after cyclosporine A addition being measured) 00:14-00:28
[bookmark: _GoBack]2.21.2 (Membrane potential before and after cyclosporine A addition being measure) 00:30-00:37

