3.1
· 64210_screenshot_1:
· 00:07-00:23 Opening of the software and Initialization of the system
· 64210_screenshot_3:
· 00:04 Click on working directory
· 64210_screenshot_4:
· 00:04 Click on Plasmon
· 64210_screenshot_5:
· 00:05 Click on Image acquisition
· 64210_screenshot_6:
· 00:05 Selection of the image where the spots are visible
3.2
· 64210_screenshot_7:
· 00:04 ligand families definition
· 64210_screenshot_8:
· Plasmon curve being obtained and the black line being dragged to optimum working angle. 
3.3
· 64210_screenshot_9:
· Kinetics being clicked, no negative control is being chosen.
3.4
· 64210_screenshot_10:
· 00:04: Rat serum albumin (RSA) is being injected 3.4.1
· 64210_screenshot_11:
· End of RSA injection
· 64210_screenshot_12:
· Change of flowrate to 20 µl/min before injecting ethanolamine
· 64210_screenshot_13:
· Ethanolamine being injected 3.4.2
· 64210_screenshot_14:
· End of ethanolamine injection at 01:12 and the baseline starting to return to previous level at 03:13
· 64210_screenshot_15:
· Change of flowrate to 50 µl/min before washing with OG
· 64210_screenshot_16:
· The chip being washed 3.4.2
3.5
· 64210_screenshot_17:
· EVs are being injected
· 64210_screenshot_18:
· End of EV injection 3.5.2
4.1
· 64210_screenshot_19:
· 4.1.2 The cantilever are being localized
4.2
· 64210_screenshot_20:
· 00:10 AFM acquisition in contact mode 4.2.1
4.3
· 64210_screenshot_21:
· 00:08 Height channel being selected 4.3.1
· [bookmark: _GoBack]00:13 Polynomial fit being chosen 4.3.1
4.4
· 64210_screenshot_22:
· 00:07 The height threshold being select 4.4.1

