Sample Screenshot Summary
· 64703_screenshot_1.mp4 00:21
7.2.1. 4x button in the toolbar being clicked 00:00-00:21

7.2.2 no screenshot possible as plate on center stage, this is done on microscope directly

· 64703_screenshot_2.mp4 00:32
7.4.1. change to camera light path on the microscope (not visible), then Live button being clicked and image with spheroid being visualized on screen 00:25
· 64703_screenshot_3.mp4 00:52
7.5.1. Brightfield Observation in toolbar being selected, exposure setting being automated, Snapshot being clicked, picture being saved as .vsi file
· 64703_screenshot_4.mp4 01:13
[bookmark: _GoBack]7.6.1.  LED being turned off, filter changed – not visible as done manually on microscope (00:00-00:07), 488 Observation being selected, shutter opened – not visible as done manually on microscope (00:17-00:21), Snapshot clicked, shutter closed – not visible as done manually on microscope (00:37), file saved (starting 00:39-01:13)

