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2.1.2. (Cytometer button being clicked, and configuration window being displayed> the base configurations folder being clicked> New Folder being chosen and renamed) 00:00-00:21
64949_screenshot_2

2.2.1. (The base configuration being right clicked, copied, and pasted into the new folder. The new configuration being renamed as “Standardized Method Transfer”) 00:00-00:37
64949_screenshot_3

2.3.1. (The parameter name being dragged, and additional parameters being edited. TXT: See text for additional parameters) 00:00-00:39
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3.1.2 (The performance being checked, and beads being tracked.) 00:00-01:48
64949_screenshot_5

3.2.1. (In the software browser, the cytometer settings being right-clicked > Application Settings being chosen to create a worksheet.) 00:00-00:10
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3.3.1. (The photomultiplier tube voltages and all fluorescence parameters being adjusted.TXT: See text for fluorescence parameters) 00:00-00:27
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3.4.1.(The experiment cytometer settings being right-clicked > application settings being selected.) 00:00-00:12
64949_screenshot_8

3.5.1.(experiment button> compensation setup menu> Create compensation controls being selected, and compensation controls being added.) 00:00-00:19
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3.6.1.(The data being recorded for compensation control beads.) 00:00-00:19
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3.7.1.(Experiment > compensation setup being selected, compensation being calculated, and data for cell single-stained controls being recorded.) 00:00-00:11

64949_screenshot_11
3.8.1.(The compensation value of R718, APC-H7, and APC-H7 being modified. ) 00:00-00:25

64949_screenshot_12
3.9.1.(The data for the CST beds being recorded and a global worksheet of the target value template being created.) 00:00-00:04
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3.10.1.(The samples being run on the flow cytometer A.) 00:00-00:07

64949_screenshot_14
3.11.1.(The global worksheet of the analysis template being created and the experimental template being saved.) 00:00-00:10
3.11.2.(The template being exported to the CD-ROM.) 00:11-00:34
64949_screenshot_15
4.1.2.(A performance check being conducted using CST beads on cytometer B.) 00:00-00:09
64949_screenshot_16

4.2.1.(The experimental template being imported, and an experiment being created.) 00:00-00:33
64949_screenshot_17

4.3.1.(The fluorescent parameter voltages being adjusted for the fluorescence channel.) 00:00-00:23

64949_screenshot_18

4.4.1.(Experimental cytometer settings > application settings being clicked and application settings being saved.) 00:00-00:07
64949_screenshot_19

4.5.1.(The compensation value of R718, APC-H7, and APC-H7 being modified.) 00:00-00:15
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4.6.1.(The samples being run on the flow cytometer B.) 00:00-00:06





