2.1.2.	SCREEN: The angle measurement software icon is being opened, the QR code is scanned and Bluetooth connection is being clicked.

2.2.2.	SCREEN: The Calibration button is being clicked.

4.3.2.	SCREEN: The pressure measurement software is being opened, QR code scanned and measurement interface is being entered.

4.4.1.	SCREEN: The Connect Device button is being clicked. 

4.5.1.	SCREEN: Start working is being clicked.

4.6.2.	SCREEN: Calculated average values is being shown on Excel sheet.
