Screen Capture/Video Summary Manuscript 65321
*Time stamps are denoted as MM: SS

· 65431_screenshot_1 
· 2.5.1 (ultrasound monitor, visualization of diaphragm in B-mode) 00:00-00:17
· 65431_screenshot_2 
· 2.6.1 (B-mode, optimization of depth) 00:00-00:20
· 2.6.2 (optimal resolution of diaphragm) 00:21-00:26
· 65431_screenshot_3
· 2.7.2 (gain button increased) 00:00-00:13
· 2.7.3 (gain button decreased) 00:14-00:25
· 65431_screenshot_4
· 2.8.1 (M-mode activated) 00:00-00:04
· 2.8.2 (single vertical line aligned) 00:05-00:11
· 65431_screenshot_5
· 2.9.1 (M-mode, 2 respiration cycles) 00:00-00:05
· 2.9.2 (freeze and save) 00:06-00:12
· 65431_screenshot_6
· 2.11.1 (end exam button) 00:00-00:12
· 65431_screenshot_7
· 2.12.2 (open dicom viewer & files being opened) 00:00-00:19
· 2.13.1 (distance tool; straight line measuring Tdi,ee) 00:20-01:09
· 2.14.1 (Tdi,ee recorded) 
· 2.15.1/2.16.1 (Tdi,pi measurement) 01:10-01:18
· 65431_screenshot_8
· 2.17.1 (TF breath 1) 00:00-00:14
· 2.17.3 (TF breath 2) 00:15-00:27
· 65431_screenshot_9
· 2.20.2 (optimized diaphragm, same as 2.6.2) 00:00-00:26
· 65431_screenshot_10
· 2.21.1 (M-mode activated & vertical line aligned; same as 2.8.1, 2.8.2) 00:00-00:11
· 65431_screenshot_11
· 2.22.1 (M-mode max TF; recording saved) 00:00-00:14
· 65431_screenshot_12
· 2.23.1 (Tdi,ee,max measured) 00:00-00:11
· 2.23.2 (Tdi,pi,max measured) 00:00-00:11
· 2.24.1 (TFdi,max measured) 00:12-00:17


