[image: ]DRAFT: DO NOT USE FOR FILMING

[bookmark: _Hlk129806323]Authors: Please create screen capture videos of the shots labeled as SCREEN, create a screenshot summary, and upload the files to your project page as soon as possible: https://review.jove.com/account/file-uploader?src=20008048
1.1.1. [bookmark: _GoBack]SCREEN: [image: ]Status buttons are being changed in succession. 

1.1.2. SCREEN[image: ]: Pulsing Sine wave audio signal of 500 Hertz is being applied. TXT: Maintain a constant interval between signal and pauses

1.1.3. SCREEN: [image: ]The accurate information of the number of contacts is being shown in the IM software. 
1.1.4. SCREEN: [image: ] The number of inserted electrode contacts are being input into the software. 
1.1.5. SCREEN: [image: ]Measurements are being seen until impedance drops. 




 2023, Journal of Visualized Experiments		Page 9 of 9
image1.png
Insertion Monitoring Tool
MED-L For research use only. Not for se in

Fistonwsg 7a . dagnosc procedes, patint management [T
6020 Innsbruck  or therapeutic purpose. This is not a medical 2
Austria device.

Emergency Stop

e [{il[2][3 4567 [& [0l @~ S@p

Raw Impedance 55 464 464

466 461 464 467 In case of local anesthesia, please
verify that the protocol is safe to
be applied!

impetincet 1 impecioce 12 imptsnca 13 impocince i 4
» L 2 £ )
) 0 o o
0 0 0 2 0 0 0 » 0 0 0 20
" impetice 1 - impetancs017 ! impmtonce 1
T R I R T B B T R S S
0 0 0 » 0 0 2 0 0 2
[— impeance 610 I i 11 I 6112
» 2 u 2 2
0 o o )
0 1 2 0 0 x 0 1 x » 0 10 »

Time since ‘start’ [s]
Current Time: 10-Jan-2023 123451





image2.png
ol ToTa w6 estd 8448 42 Cicklo Start Montoring 18— ~12

E rl:llflm"vw“ =l a2/’ J

MME | & | Microphone (High Definition Aud | 2 (Stereo) Recording Chann -1) ‘Speakers (High Definition Audio

30 1:00 400 430 500 530 6

R





image3.png
Insertion Monitoring Tool

MED-EL For research use only. Not for use in
Flrstenweg 77a  diagnostic procedures, patient management LI

6020 Innsbruck  or therapeutic purpose. This is not a medical i] Emergency Stop
Austria device.

Contact 1 2‘3456789101112 A sp

467 In case of local anesthesia, please
verify that the protocol is safe to

Raw Impedance

be applied!

o, impetincet 1 - impecioce 12 = imptsnca 13 8 impecince i 4
0 o 0
0 10 0 0 0 0 10 P
" impetace 16 - impedicet? 5 impmtonce 1

. e . . — 0
10 2 10 0
impeance 6110 impeince 6111 7
0 0 o )
0 0 2 0 10 2 0 10 0 0 0 x

Time since ‘start’ [s]
Current Time: 10-Jan-2023 12:34:49





image4.png
Insertion Monitoring Tool |

MED-EL For research use only. Not for use in

Fistenweg T2 diagnostc procedres, patnt management 3]
6020 nrsbruck o therapeutic purpose.This s not a medical Emergency Stop

lll4 sislmssoE & - S
Raw Impedance 13 422 427 421 417 #18 4218 4219 N5 In case of local anesthesia, please
verify that the protocol is safe to
L L L L
0 2 ) 0 » ) @ 0 2 ) © 0 2 'y B 2023/03/29

Time since 'start’ [s]
Current Time: 29-Mar-2023 13:43:59





image5.png




