


· 66485_screenshot_1.avi
· 2.13.3. The respirometer program RSA-8-v2.0 is being launched. 00:01-00:09
· 66485_screenshot_2.avi
· 2.14.1. All the bottles are being selected then Edit and Data Labels are being clicked in sequence. 00:01-00:09
· 2.14.2. The bottles are being named and the Start button is being pressed. 00:09-00:24
· 66485_screenshot_3.avi
· 2.15.1 The program is being set to measure the data every 30 minutes. 00:01-00:11 
· 2.15.2 Rate Chart or Volume Chart is being selected. 00:11-00:27
· 66485_screenshot_4.avi
· 2.16.1. The run is being stopped. 00:01-00:06
· 2.16.2. The chiller and the RSPF module are being turned off.	Comment by Krueger, Brett R MAJ: Step not shown as it is a physical component, not digital.
· 2.16.3. The data is being saved as a CSV file and the file is being converted into an MS Excel document. 00:06-00:21	Comment by Krueger, Brett R MAJ: Part of step not shown as it is done on another standard laptop



