[bookmark: _GoBack]● 67747_screenshot_1.mp4 
o 3.1.1 (Opening the PFT software and verifying device recognition.) 00:00-00:12 
o 3.3.3 (Calibrating the instrument in the order of FRC flow, flow, high flow, and mouth press, and checking error percentage.) 00:13-00:40
o 3.6.1 (Clicking the Start button and beginning examination of FVC and dynamic lung compliance.) 00:41-01:05
● 67747_screenshot_2.mp4 
o 4.4.1 (Display of venous pressure waveform on the recorder.) 00:00-00:10
o 4.4.3 (Catheter advancing into the right ventricle showing right ventricular pressure waveform.) 00:11-00:20
o 4.4.4 (Recording of stable right ventricular pressure and saving data.) 00:21-01:35

