3.11.1 SCREEN: Laser channel and illumination mode being selected on the software interface. 00:00-00:09
3.11.2 SCREEN: Selecting the scanning path direction for the sample. 00:09-00:20
3.11.3 SCREEN: Auto Scan button being clicked to start capturing. 00:24-00:29

