· 67803_screenshot_1.mp4
· 2.3.1 The CrumpCAT software is being launched 00:04-00:10
· 2.3.2 A study ID is being entered on the user interface 00:17-00:21

· 67803_screenshot_2.mp4
· 2.4.1 The Mouse Hi-Res option in the protocol dropdown menu is being selected 00:03-00:06
· 2.4.2 The scan button on the user interface is being clicked … 00:06-00:09

· 67803_screenshot_3.mp4
· 2.5.1 A study ID is being entered on the user interface 00:03-00:08
· 2.5.2 The Mouse Standard option in the protocol dropdown menu is being selected 00:08-00:11
· 2.5.3 The scan button on the user interface is being clicked 00:11-00:15

· 67803_screenshot_4.mp4
· 2.6.1 A study ID is being entered on the user interface 00:07-00:12
· 2.6.2 The Cardiac Gating  option in the protocol dropdown menu is being selected 00:12-00:15
· 2.6.3 The scan button on the user interface is being clicked 00:15-00:20

· 67803_screenshot_5.mp4
· 2.7.1 Selecting a rectangular ROI-1 over the diaphragm 00:00-00:06
· 2.7.2 Respiratory signal 00:06-00:09

· 67803_screenshot_6.mp4
· 2.8.1 Selecting a rectangular ROI-2 over the heart 00:00-00:17
· 2.8.2 Cardiac signal 00:18-00:21

· 67803_screenshot_7.mp4
· 2.9.1 The CT image is being opened in a DICOM viewer 00:03-00:07
· 2.9.2 The CT value is being set to [-500, 500] and the image contrast is being changed 00:07-00:29

· 67803_screenshot_8.mp4
· 2.10.1 A 3D-Freehand ROI is being drawned around the left ventricle in each phase 00:00-01:09
· 2.10.2 The voxels with a threshold CT-value of 730 Hounsfield Units is being calculated  01:09-01:26
