[bookmark: _Hlk181868697]Screenshot Summary: 
· 68078_screenshot.mp4 
· [bookmark: _Hlk192666837]1.2.1. (Calculation of stock cell suspension volume based on the experimental chamber volume and capillary volume) 00:00 -00:14

· 1.6.1. (Monitoring oxygen flux stabilizing) 00:15-00:22

· [bookmark: _Hlk181869008]1.11.2 (Software interface showing OK being clicked in the event window) 00:23-00:27

· 1.12.2. (Oxygen flux stabilization in process) 00:28-00:33

·  1.13.2 (Clicking OK in the event window) 00:34-00:40
· 1.14.2. (Recording in progress) 00:41-00:47
· 1.15.2 (Clicking OK in the event window) 00:48-00:51
· 1.16.1. (Oxygen flux stabilization graph displayed with ADP) 00:52-00:57
· 1.17.1. (Software recording each CCCP titration step) 00:58-01:22

· 1.18.1. (Monitoring the oxygen flux after adding antimycin A.)  01:23-01:31

· 1.19.1 (Clicking the Stop measurement button in the software interface) 01:32-01:34

· 1.20.1. (Flux plot with stable sections being marked for analysis) 01:35-02:43

· 1.21.1. (Software interface with Marks menu open, showing Mark Statistics being selected) 02:44-02:53

· 1.21.2. (Selecting the statistics mode and clicking Copy to Clipboard to transfer the data) 02:54-02:57


 
