69714_screenshot_1
3.1.1 SCREEN: The Ponemah software is being launched. 11 sec
3.1.2 SCREEN: The Experiment tab is being navigated to then Create is being clicked and the experiment is being labeled. 34 sec

69714_screenshot_2
3.2.1 SCREEN: Hardware tab is being navigated to then Edit APR Configuration> APR> Add is being clicked. 13 sec
3.2.2 SCREEN: Hardware tab> Edit PhysioTel/HD MX2 Configuration > MX-2 is being selected then Add is pressed and it is seen on left panel. 19 sec

 69714_screenshot_3
               3.3.1      SCREEN: Implants are being added to the middle panel 10 sec
              3:3.2     SCREEN: Each implant is being clicked on then connected to different receiver       
                               plates. Then save the setting. 30 sec
69714_screenshot_4
3.4.1 SCREEN:  Set Up> Experimental setup> Enable Page is being clicked. 14 sec
3.4.2 SCREEN: Black background is being chosen then subject is being selected.  Pressure is being added to the label and the unit is being changed to mmHg. 35 sec

69714_screenshot_5
3.5.1 SCREEN: Show the Set-up tab with Animal Setup selected and the cursor clicking on it. Show the animal setup window with the animal number selected, gender and species being chosen, and Pressure being enabled 22 sec
3.5.2 SCREEN: Show Heart Rate being enabled. 10 sec
3.5.3 SCREEN: Show channel settings applied, and the resulting window with implants displayed in vertical order. 15 sec

69714_screenshot_6
3.6.1 SCREEN: Show continuous blood pressure traces appearing after All Continuous is selected. 44 sec

69714_screenshot_7
3.7.1 SCREEN: Show the Experiment tab with Open selected and a data folder being chosen. 21 sec

69714_screenshot_8
3.8.1 SCREEN: Show the Start Review window with subject number, signal types, and time range being selected. 31 sec
3.8.2 SCREEN: Show the logging rate options being adjusted in the Actions tab. 46 sec

69714_screenshot_9
3.9.1 SCREEN: Show the File tab with Save Marked Sections and Save Derived Data options selected. 44 sec
3.9.2 SCREEN: Show the Close Review Session option being selected to complete data export. 22 sec




